MEDICAL DEPARTMENT INSCAT (INSURV INSPECTOR CATALOG)
INSPECTION PREPARATION AND SELF-EVALUATION CHECKLIST
JANUARY 2003

This checklist provides a list of all potential material items that the
INSURYV inspector may evaluate, as applicable, during the inspection.
References are provided with each inspection item. The final deficiency
cards will be written using the same or similar wording to these standard
cards.

Medical and dental inspection items consist of material and installed
equipment evaluations and demonstrations only. Medical and dental
administrative programs are not inspected, with the exception of medical
waste management (under EP), potable water logs, and NAVOSH medical
surveillance programs (under OH). The MD inspector will ask that
equipment, such as the potable water tanks, be demonstrated, for
example, by lining up the valves for operation, draining, and refilling.
PMS will be verified, and the CSMP reviewed for current job requests on
medical equipment.

I NSURV Report for: NMD Depart nment

2G\VD BROM NATOR, PROPORTI ONI NG UNI T:
Serial # : Loc : RAC :
WC : CSMP Nanme: PROP BROM NATOR

THE | N- LI NE PROPORTI ONI NG BROM NATOR:

- HAD AN | NOPERATI VE " FEEDER ON" LI GHT.

- HAD AN | NOPERATI VE " CARTRI DGE EXPENDED" LI GHT.

- TIME TOTALI ZER METER WAS | NOPERATI VE ( OLDER MODELS ONLY) .

- WATER METER WAS | NOPERATI VE.

- DI D NOT HAVE CONSPI CUCUSLY POSTED, EASILY READABLE

OPERATI NG | NSTRUCTI ONS.

- DI D NOT HAVE A CONSPI CUOUSLY POSTED TEMPERATURE/ RUN TI ME
CHART.

- WAS | NOPERATI VE.

- DID NOT HAVE A REQUI RED WARNI NG PLATE CONCERNI NG BROM NE
HAZARDS (ClI TE LOCATI ON). PLACARD MUST STATE "WARNI NG - OPEN
CARTRI DGE SHI PPI NG CONTAI NER ONLY | N WELL VENTI LATED AREA.
AVO D BREATHI NG DUST OR GASES. DO NOT PUNCTURE OR ATTEMPT
TO OPEN BROM NATI NG CARTRI DGE. HANDLI NG OF LOOSE BROM NE
RESI N CAUSES SKI N REDNESS OR EYE | RRI TATI ON. BROM NE RESI N
MAY BE HARMFUL | F SWALLOWED. WHENEVER HANDLI NG LOGSE

BROM NE RESI N, PERSONNEL SHALL WEAR RUBBER GLOVES AND
GOGGLES. I N THE EVENT OF SKIN OR EYE CONTACT W TH BROM NE
RESI N, THOROUGHLY FLUSH THE AFFECTED AREA FOR A PERI OD OF 15



M NUTES W TH POTABLE WATER AND SEEK MEDI CAL ATTENTI ON.

DRAI N CARTRI DGE CANI STER AND REMOVE CARTRI DGE WHEN UNI'T | S
TO BE SECURED FOR MORE THAN 13 DAYS. DRAI NAGE FROM
CARTRIDGE | S SLI GHTLY CORROSI VE. | F DRAI NAGE COMES | NTO
CONTACT WTH SKIN, WASH SKIN WTH WATER. AFTER REMOVI NG
CARTRI DGE, ALLOW TO DRAIN. REPLACE CARTRI DGE OUTLET CAP AND
REPLACE | N SHI PPI NG CONTAI NER. DI SPOSE OF CARTRI DGE W TH
SOLI D WASTE. DO NOT | NCI NERATE CARTRI DGE. "

NSTM 533

SHI P SPEC 532 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
NAVNMED P-5010- 6

GSO 507H

NAVSEA 0948- LP-122- 0010 ( EVERPURE MODEL SSFM 50A SERI ES)

OLDER MODELS W TH TI ME TOTALI ZERS AND FEEDER ON | NDI CATOR
LI GHTS
NAVSEA S9533- BD- MVA- 010/ 08576 ( EVERPURE MODEL SSFM 50AC
SERI ES)

NEWER MODEL, SINGLE CARTRIDGE, < 8.3 GALLON PER M NUTE
TECHNI CAL MANUAL ( EVERPURE MODEL SSFM 50BC SERI ES)

NEWER MODEL, SINGLE CARTRIDGE, 8.3-11.1 GALLON PER M NUTE
NAVSEA S9531- CG- MVC- 010/ 08576 ( EVERPURE MODEL SSFM 50CC
SERI ES)

NEWER MODEL, DOUBLE CARTRI DGE, > 16 GALLON PER M NUTE

JSN :

2G\D BROM NATOR, RECI RCULATING UNIT:
Serial # : Loc : RAC :

WC : CSMP Nane: RECI RC BROM NATO

THE RECI RCULATI NG BROM NATOR:

- WAS | NOPERATI VE.

- HAD AN | NOPERATI VE " FEEDER ON' LI GHT.

- HAD AN | NOPERATI VE " CARTRI DGE EXPENDED" LI GHT.

- CARTRI DGE CHANGE | NDI CATOR (Tl ME TOTALI ZER METER) WAS

| NOPERATI VE.

- WAS M SSI NG A PCSTED TEMPERATURE/ RUN- TI ME CHART.

- PLASTI C COVER WAS NOT PROVI DED/ USED/ WAS DETERI ORATED.

- POSTED OPERATI NG | NSTRUCTI ONS/ MAI NTENANCE REQUI REMENTS
CARDS (MRC F-9/R-3D) HAD AN | NCORRECT AND | NCOMPLETE
OPERATI NG SEQUENCE THAT COULD CONTRI BUTE TO RECI RCULATI NG
BROM NATI ON TANK SELECTOR VALVE SEA/ O- RI NG DAMAGE.

- I NSTRUCTI ON DI D NOT ENSURE THAT THE TANK SELECTOR VALVE
ALI GNMENT WAS COVPLETED BEFORE STARTI NG THE BROM NE FEED
PUMP.

- DI D NOT HAVE CONSPI CUOUSLY POSTED, EASILY READABLE
OPERATI NG | NSTRUCTI ONS.

- VERE M SSI NG WARNI NG LEVEL SI GN THAT THE TANK SELECTOR
VALVE WAS NOT TO BE CHANGED WHI LE THE RECI RCULATI NG PUMP WAS
OPERATI NG,

- DID NOT HAVE A REQUI RED WARNI NG PLATE CONCERNI NG BROM NE
HAZARDS (CI TE LOCATI ON). PLACARD MUST STATE "WARNI NG - OPEN
CARTRI DGE SHI PPI NG CONTAI NER ONLY I N WELL VENTI LATED AREA.



AVO D BREATHI NG DUST OR GASES. DO NOT PUNCTURE OR ATTEMPT
TO OPEN BROM NATI NG CARTRI DGE. HANDLI NG OF LOOSE BROM NE
RESI N CAUSES SKI N REDNESS OR EYE | RRI TATION. BROM NE RESI N
MAY BE HARMFUL | F SWALLOWED. WHENEVER HANDLI NG LOOSE

BROM NE RESI N, PERSONNEL SHALL WEAR RUBBER GLOVES AND
GOGGLES. I N THE EVENT OF SKIN OR EYE CONTACT W TH BROM NE
RESI N, THOROUGHLY FLUSH THE AFFECTED AREA FOR A PERI OD OF 15
M NUTES W TH POTABLE WATER AND SEEK MEDI CAL ATTENTI ON.

DRAI N CARTRI DGE CANI STER AND REMOVE CARTRI DGE WHEN UNIT | S
TO BE SECURED FOR MORE THAN 13 DAYS. DRAI NAGE FROM
CARTRIDGE |'S SLI GHTLY CORROSI VE. | F DRAI NAGE COMES | NTO
CONTACT WTH SKIN, WASH SKIN W TH WATER. AFTER REMOVI NG
CARTRI DGE, ALLOW TO DRAIN. REPLACE CARTRI DGE QUTLET CAP AND
REPLACE | N SHI PPI NG CONTAI NER. DI SPOSE OF CARTRI DGE W TH
SOLI D WASTE. DO NOT | NCI NERATE CARTRI DGE. "

NAVMED P-5010-6
NSTM 533
SHI P SPEC 532 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
GSO 507H
NAVSEA 0948- LP-122-2010 ( EVERPURE MODEL SSFM 100B SERI ES)
OLDER MODEL W TH CONTROL CONSOLE.
NAVSEA S9531- BQ- MVA- 010/ 08576 ( EVERPURE MODEL
SSFM 100BC- SYS)
NEVER MODEL, 2 TANK SELECTOR
NAVSEA S9533- BE- MVA- 010/ 08576 ( EVERPURE MODEL
SSFM 100CC- SYS)
NEWER MODEL, 3 TANK SELECTOR
NAVSEA S9531- CF- MMC- 010/ 08576 ( EVERPURE MODEL
SSFM 100DC- SYS)
NEVER MODEL, 4 TANK SELECTOR
EVP- SSFM 100M SERI ES/ 08576
PC CLASS ONLY

JSN :

2G\D BROM NATOR, WASHDOWN HOSE:
Serial # : Loc : RAC :

WC : CSMP Nanme: WASHDOWN HGOSE

- A COLD WATER POTABLE HOSE OUTLET WAS NOT | NSTALLED IN THE
VICINITY OF THE BROM NATOR

- THE POTABLE WATER WASHDOWN CONNECTI ON WAS NOT PROVI DED

W TH A LOCKED- OPEN GLOBE VALVE, PRESSURE REDUCI NG VALVE SET
AT 25 PSI, A BALL VALVE, A VACUUM BREAKER, A HOSE COUPLI NG
AND A 4- FOOT LENGTH OF HOSE.

GSO 532C
NSTM 533-3.4.6
SHI P SPEC 532 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :




2GVD DENTAL, DENTAL EQUI PMENT:
Serial # : Loc : RAC :
WC : CSMP Name: DENTAL EQUI P
THE FOLLOW NG DENTAL EQUI PMENT WAS UNRELI ABLE/ | NOPERATI VE:

SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :
2G\VD DENTAL, DENTAL SERVI CE UNITS:
Serial # : Loc : RAC :
WC : CSMP Nane: DENTAL ELEC SERV
- THE DENTAL SERVI CE UNI TS HAD ELECTRI CAL CONNECTI ONS AND
THE WATER SUPPLY CONNECTI ONS | N THE SAME BOX ON THE DECK
W THOUT GFI PROTECTI ON.
- THE DENTAL SERVI CE UNI TS WERE NOT SECURED TO THE DECK.
- DENTAL SERVICE UNIT DI D NOT RAI SE/ LONER.
- DENTAL SERVICE UNIT DI D NOT TILT FORWARD/ BACK.
- DENTAL SERVICE UNI T LI GHT WAS | NOP.
- DENTAL SERVICE UNIT WAS NOT SUPPLI ED W TH WATER/ WATER
DI SPENSER WAS | NOP.
- DENTAL SERVICE UNIT WAS NOT EQUI PPED W TH VACUUM
SUCTI OV VACUUM SUCTI ON WAS | NOP.
OPNAV | NSTRUCTI ON 5100. 19D C0102C
GEN SPECS 077
EQUI PMENT SPECI FI C TECHNI CAL MANUAL
JSN
2G\D DENTAL, DENTAL X- RAY EQUI PMENT:
Serial # : Loc : RAC :
WC : CSMP Nane: X- RAY
THE DENTAL X- RAY EQUI PMENT HAD THE FOLLOW NG DEFI Cl ENCI ES:
GEN SPECS 652
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
JSN :
2G\VD DENTAL, SECURE FOR SEA:
Serial # : Loc : RAC :
W C : CSMP Nane: SECURE FOR SEA

- NUMERQUS | TEM5 THROUGHOUT THE DENTAL SPACES WERE NOT
PROPERLY SECURED FOR SEA/ MOUNTED SECURELY.

- PADEYES/ LASH NGS WERE NOT PROVI DED TO SECURE EQUI PMENT.
- BULKHEAD MOUNTI NG HAD | NADEQUATE BACKI NG PLATES.

GEN SPECS 652
OPNAVI NST 5100. 19D, C0102C
GSO 072C AND 072J

JSN :



2G\VD DENTAL, SUPPLY STORAGE:
Serial # : Loc : RAC :
WC : CSMP Nane: DENTAL STWG

- THERE WAS | NSUFFI Cl ENT SPACE FOR DENTAL SUPPLI ES.
- DENTAL SUPPLY STORAGE LACKED ENVI RONMENTAL
CONTRCLS/ VENTI LATI ON FOR HEAT CONTROL.

ADAL
SHI P SPEC 652 (APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
JSN
2G\VD EMERG POTABLE WATER, REFILL LABEL:
Serial # : Loc : RAC :
WC : CSMP Nane: EMERG TANK
THE EMERGENCY POTABLE WATER TANK WAS NOT LABELLED "WARNI NG
BATTLE DRESSI NG STATI ON GRAVI TY TANK ... FLUSH AND REPLEN SH
W TH POTABLE WATER EVERY 3 MONTHS".
GSO 532B
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
JSN :
2G\VD EMERG POTABLE WATER, TANK CONSTRUCTI ON:
Serial # : Loc : RAC :
W C : CSMP Nane: POT WATER TANK
- GRAVI TY TANKS WERE NOT | NSTALLED I N THE OVERHEAD OF THE
BATTLE DRESSI NG STATI ON.
- THE COMBI NED VENT AND OVERFLOW ON THE GRAVI TY TANK WAS NOT
| NSTALLED.
- THE COMBI NED VENT AND OVERFLOW ON THE GRAVI TY TANK WAS NOT
FI TTED W TH AN | NSECT SCREEN.
- THE COMBI NED VENT AND OVERFLOW ON THE GRAVI TY TANK WAS
DI RECTED TO DI SCHARGE ON EQUI PMENT.
- DID NOT HAVE A LABEL PLATE | NDI CATI NG TANK CAPACI TY.
GSO 532B
GSO 532C
GSO 602G
SHI P SPEC 652 AND 644 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
JSN :
2G\D EMERG POTABLE WATER, TANK | SOLATI ON:
Serial # : Loc : RAC :
WC : CSMP Nanme: TANK | SOLATI ON

THE EMERGENCY POTABLE WATER TANK COULD NOT BE | SOLATED FROM
THE SHI P' S SERVI CE POTABLE WATER SYSTEM TO PERM T USE OF

El THER SHI P' S SERVI CE OR EMERGENCY POTABLE WATER SUPPLY AT
THE SURG CAL SI NK.



GSO 532C
NAVMED P-5010-6-32.1
SHI P SPEC 652 AND 644 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD EMERG POTABLE WATER, TANK OPEN & | NSP:
Serial # : Loc : RAC :

W C : CSMP Nane: EMERG TANK

THE EMERGENCY POTABLE WATER TANK HAD THE FOLLOW NG
DI SCREPANCI ES:

- DAMAGED | NTERI OR COATI NG

- EXCESSI VE RUST.

- EXCESSI VE FOREI GN MATTER

- REQUI RED CLEANI NG AND DI SI NFECTI ON.

NAVMED P-5010-6, SECTION 5010-6-32.2.B
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD EMERG POTABLE WATER, TANK OPERATI ON:
Serial # : Loc : RAC :

WC : CSMP Nane: TANK | SOLATI ON

THE EMERGENCY POTABLE WATER TANK WAS NOT
| NSTALLED/ OPERATI ONAL. CAUSES OF | NOPERABI LI TY WVERE:

GEN SPEC 652
GSO 652
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD EMERG POTABLE WATER, TANK PLACARDS:
Serial # : Loc : RAC :

WC : CSMP Name: PLACARDS

THE REQUI RED PI PI NG DI AGRAM W TH APPROPRI ATE | NSTRUCTI ONS
FOR FI LLI NG AND EMPTYI NG

- WAS NOT POSTED.

- WAS NOT CORRECT.

NAVMED P-5010-6-32.1
SHI P SPEC 652 AND 602 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD EMERG POTABLE WATER, TANK SI GHT GLASS:
Serial # : Loc : RAC :

W C : CSMP Nane: S| GHT GLASS

THE EMERGENCY POTABLE WATER TANK HAD THE FOLLOW NG
DI SCREPANCI ES:
- WAS NOT EQUI PPED W TH SI GHT GLASS OR TRYCOCK.



- GLASS SI GHT GLASS WAS NOT GUARDED.
- SI GAT GLASS WAS CLOUDED/ WATER LEVEL COULD NOT BE DETECTED.

GSO 532B
NAVMVED P-5010-6
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :
2G\VD MEDI CAL, AUDI OVETRI C TESTI NG BOOTH:
Serial # : Loc : RAC :
WC : CSMP Nane: AUDI OBOOTH
THE | NSTALLED AUDI OVETRI C TESTI NG BOOTH:
- DID NOT MEET NO SE DAMPI NG CRI TERI A FOR CERTI FI CATI ON.
- WAS NOT CERTI FI ED.
- HAD THE FOLLOW NG MATERI AL DEFI Cl ENCI ES:
GEN SPECS 652
OPNAVI NST 5100. 19D, ARTI CLE BO402E(7)
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
ANS| S3. 6-1989
JSN :
2G\VD MEDI CAL, BATTLE DRESSI NG STATI ONS:
Serial # : Loc : RAC :
WC : CSMP Nane: BDS EQUI PVENT
THE BATTLE DRESSI NG STATI ON WAS NOT FI TTED W TH
EQUI PMENT/ WAS | NOP/ WAS DETERI ORATED AS LI STED:
- LOCKER, MEDI CAL (W TH STERI LI ZER COVPARTMENT) .
- STERI LI ZER, SURG CAL | NSTRUMVENT (MAIN BDS ONLY) .
- TABLE, OPERATI NG AND DRESSI NG, FOLDI NG, FI ELD.
- TANK, FRESH WATER STORAGE, 50- GALLON CAPACITY.

DEVI CE, HOLDI NG, FOR LEG OF TABLE, OPERATI NG, FI ELD
BRACKET STOMGE FOR TABLE, OPERATI NG, FIELD SI NK, SURGEON
SCRUB ( KNEE OPERATI NG CONTROL) .

- DI SPENSER, SURG CAL DETERGENT.
- LOCKER, METAL SAFE, TYPE 6.
- BRACKETS FOR OXYGEN BOTTLES, SIZE H, SIZE D.
- CABI NET, LOCKABLE MEDI CAL SUPPLY, AS SPACE PERM TS.
- PHONE CI RCUIT.
- CEI LI NG MOUNTED SURG CAL LI GHT.
GEN SPECS 652
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
JSN :
2G\VD MEDI CAL, BATTLE LANTERNS:
Serial # : Loc : RAC :
WC : CSMP Nane: BATTLE LANTERNS

CF EMERGENCY BATTLE LANTERNS OVER THE EXAM NATI ON

AND TREATMENT TABLE:



JSN :

- VWERE NOT EQUI PPED W TH TOGGLE SW TCHES.

- VWERE NOT W RED ACCORDI NG TO SPECI FI CATI ONS, TO ENERG ZE
WHEN THE SHI P LOSES POVER.

- VEERE | NOP/ HAD LOW BATTERI ES.

NAVSEA 0964- 000- 2000

NSTM 330-1.9.3.2

NSTM 330-1.9.3.3

NSTM 330-1.9.3.5

SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

2G\VWD

MEDI CAL, BI OLOG CAL REFRI GERATOR:

Serial # : Loc : RAC :

WC :

JSN :

CSMP Nane: BI O REFFER

- THE BI OLOG CAL REFRI GERATOR, |F NOT I N A SPACE MANNED 24
HOURS A DAY, WAS NOT EQUI PPED W TH A REMOTE ALARM

- THE BI OLOG CAL REFRI GERATOR DI D NOT HAVE A HI GH LOW
TEMPERATURE SENSOR AND ALARM | NSTALLED.

- THE BI OLOG CAL REFRI GERATOR DI D NOT HAVE A LOSS OF PONER
ALARM

- THE BI OLOG CAL REFRI GERATOR DI D NOT MAI NTAI' N PROPER
TEMPERATURE.

- THE Bl OLOG CAL REFRI GERATOR ALARM WAS DAMAGED ( SPECI FY).
- THE BI OLOG CAL REFRI GERATOR LACKED A FREEZER COVPARTMENT
TO STORE VACCI NES.

- THE BI OLOG CAL REFRI GERATOR WAS | NOP.

GEN SPECS 436 AND 516
GSO 436D
GSO 516F
GSO 602J

2GWD

MEDI CAL, BLOOD BANK:

Serial # : Loc : RAC :

WC :

JSN :

CSMP Nanme: RBC FREEZER

THE RBC FREEZER ( MFR/ MODEL) :

- DID NOT COOL EVENLY THROUGHOUT:

- DI D NOT MAI NTAI N PROPER TEMPERATURE:

- DI D NOT HAVE LOCKI NG DOORS:

- COWPRESSI ON ALTERNATI ON MODE WAS M SSI NG

- COVPRESSI ON ALTERATI ON MODE WAS | NOPERATI VE:
- DID NOT HAVE AN EMERGENCY POWER SUPPLY:

RBC CENTRI FUGES WERE | NOP.

GEN SPECS 652
MANUFACTURER SPECS




2G\VD MEDI CAL, COVMUNI CATI ONS:
Serial # : Loc : RAC :
WC : CSMP Name: MED COWM

- THERE WAS NO SHORE LI NE TELEPHONE AVAI LABLE.
- THERE WERE NO TELEPHONES FOR THE MEDI CAL BATTLE DRESSI NG
STATI ONS.

GEN SPECS 432C
GSO 432

JSN :

2G\VD MEDI CAL, EXAM TABLE:
Serial # : Loc : RAC :
WC : CSMP Nane: EXAM TABLE

THE EXAM NATI ON TABLE:

- WAS NOT SECURED TO THE DECK.

- THE BASE WAS NOT STURDY.

- PARTS VWERE M SSI NG

- HAD THE FOLLOW NG MATERI AL DEFI Cl ENCI ES:

GEN SPECS 652
GSO 652
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD MEDI CAL, FACILITY:
Serial # : Loc : RAC :
W C : CSMP Nane: MED FACI LITY

USE THIS CARD FOR M SC DEFI' S | N MEDI CAL FACI LI TI ES NOT
COVERED BY OTHER CARDS.

AVAL
GS0 652
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD MEDI CAL, FI RST Al D BOXES:
Serial # : Loc : RAC :
W C : CSMP Nane: FI RST Al D BOXES

THE FI RST Al D BOX (ClI TE LOCATI ON):

- WAS NOT | DENTI FI ED W TH RED CROSS AND/ OR LABELED, "FOR
EMERGENCY USE ONLY".

- WAS NOT PROPERLY SEALED.

- HAD A DENTED CASE.

- HAD RUSTED HI NGES AND HASPS.

- HAD BROKEN HI NGES.

- WAS NOT MARKED W TH PHOTOLUM NESCENT MARKI NGS.

- WAS NOT | NSTALLED AS REQUI RED ( SPECI FY ONE OF FOLLOW NG



SPACES) :

- AR CONTROL SPACE.

- ANCHOR HANDLI NG SPACE

- COVMUNI CATI ON SPACE.

- DI RECTOR,

- ENGI NE AND MACHI NERY ROOM
- ELECTRONI C CONTROL SPACE.
- FLAG CONTROL SPACE.

- GALLEY.

- GUN MOUNT ( MANNED) .

- HANGAR DECK BAY.

- LAUNDRY.

- M SSI LE SPACE.

- WEAPON CONTROL SPACE.

GEN SPECS 652

GSO 6027

AMAL

SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD MEDI CAL, FLAMVABLE MEDI Cl NAL STORAGE:
Serial # : Loc : RAC :
WC : CSMP Nane: FLAM MED STWG

- ADEQUATE STORAGE SPACE WAS NOT PROVI DED | N THE FLAMVABLE
LI QUI DS STOREROOM FOR FLAMVABLE MEDI Cl NALS.

- THE FOLLOW NG | TEMS WERE NOT STORED I N THE FLAMVABLE

LI QUI D STOREROOM | N AN | N- USE FLAMVABLE LI QUI D STORAGE
CABI NET:

GEN SPECS 672

JSN :
2G\VD MEDI CAL, GROUND FAULT | NTERRUPTORS:
Serial # : Loc : RAC :
WC : CSMP Name: GFE
THE FOLLOW NG MEDI CAL PATI ENT EQUI PMENT WAS NOT PROTECTED
W TH GROUND FAULT | NTERRUPTOR Cl RCUI TS:
- VH RLPOQOL.
- LEG ARM BATH.
NSTM S9086- KC- STM- 010/ CH 300 REV 2 PAR 2.8.2
JSN :
2G\D MEDI CAL, | CE MACHI NE:
Serial # : Loc : RAC :
WC : CSMP Nane: | CE MACHI NE

- THERE WAS NO | CE MACHI NE ON THE SHI P AVAI LABLE FOR
EMERGENCY MEDI CAL USE.

- THERE WAS NO | CE MACHI NE | N THE MEDI CAL DEPARTMENT SPACES
FOR EMERGENCY MEDI CAL USE ( SURG CAL CAPABLE SHI PS ONLY).



GEN SPECS 652

JSN :

2G\VD MEDI CAL, MEDI CAL STOREROOWVS:
Serial # : Loc : RAC :

WC : CSMP Nanme: MED STRM

THE MEDI CAL STOREROOM DI D NOT PROVI DE PROPER TEMPERATURE FOR
HEAT SENSI TI VE | TEMS (MAX 80 DEG F).

HVAC MANUAL NAVSEA
0938- LP-018-0010

JSN :

2G\VD MEDI CAL, OVERHEAD SHEATHI NG
Serial # : Loc : RAC :

WC : CSMP Name: OVERHEAD

- OVERHEAD SHEATHI NG PANELS | N MEDI CAL/ DENTAL SPACES WERE
NOT CAPABLE OF BEI NG REMOVED AND REI NSTALLED REPETI TI VELY
W THOUT SPECI AL TOOLS AND W THOUT DETERI ORATI ON OF PANELS,
TRIM GRI DWORK OR FASTENERS.

- OVERHEAD SHEATHI NG WAS NOT | NSTALLED I N THE FOLLOW NG
MEDI CAL/ DENTAL SPACES:

GEN SPECS 637K

JSN :

2G\VD MEDI CAL, OXYGEN CYLI| NDERS:
Serial # : Loc : RAC :
W C : CSMP Nane: CYLI NDERS

- BRACKETS WERE NOT AVAI LABLE TO SECURE TYPE "H' AND " D"
MEDI CAL OXYGEN BOTTLES NEAR THE EXAM TREATMENT TABLE/ WARD
BED IN THE FOLLOW NG SPACES:

- OXYGEN REGULATORS HAD THE FOLLOW NG DEFI Cl ENCI ES:

- OXYGEN TANKS HAD THE FOLLOW NG DEFI Cl ENCI ES:

GEN SPECS 652

OPNAVI NST 5100. 19D, CHAPTER C23
GSO 072B

GSO 652C

G50 671C

JSN :

2G\VD MEDI CAL, PATI ENT BENCH:
Serial # : Loc : RAC :
W C : CSMP Nane: PATI ENT BENCH

A RECESSED BENCH OR A HI NGED, FOLDI NG, DROP- DOAN TYPE BENCH
WAS NOT | NSTALLED TO PROVI DE WAI TI NG SPACE FOR PERSONNEL | N



THE FOLLOW NG LOCATI ON(S) :

- MEDI CAL DEPARTMENT OFFI CE.
- MEDI CAL RECORDS OFFI CE.

- FLI GHT SURGEON' S OFFI CE.

- SURG CAL DRESSI NG ROOM

- PHARMACY.

- BACTERI OLOGI CAL LABORATORY.

GSO 652B
SHI P SPEC 652 (APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\D MEDI CAL, PATI ENT CALL BUZZERS:

Serial # : Loc : RAC :

WC : CSMP Nane: CALL BUZZERS
- PATI ENT CALL BUZZERS |IN THE WARD SPACE WERE | NOP.
- PATIENT CALL BUZZERS I N THE MEDI CAL QUI ET ROOMS WERE | NOP.
- PATI ENT CALL BUZZERS I N THE WARD HEAD WVERE | NOP.

THE PATI ENT CALL BUZZER LOCATED I N THE MEDI CAL WARD HEAD

V\AS LOCATED NEAR THE SHOWER VI CE THE TO LET AS NEEDED.
GSO 652
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\D MEDI CAL, PORTABLE NMEDI CAL LOCKER:

Serial # : Loc : RAC :

WC : CSMP Nanme: MEDI CAL LOCKER
THE FOLLOW NG DEFI Cl ENCI ES WERE FOUND W TH PORTABLE MEDI CAL
LOCKERS:
- THERE WAS AN | NSUFFI Cl ENT NUMBER OF PORTABLE MEDI CAL
LOCKERS; = ON HAND, _ REQUI RED.
- A PORTABLE MEDI CAL LOCKER WAS NOT | NSTALLED NEAR EACH
REPAI R PARTY STATION; __ ON HAND, _ REQUI RED.
- PORTABLE MEDI CAL LOCKERS WERE DENTED AND NOT CLEARLY
LABELED; __ W TH DI SCREPANCI ES, OF __ | NSPECTED.
GEN SPECS 652
ANMAL
SHI P SPEC 652 (APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\D MEDI CAL, ROUTE/ ACCESS MARKERS:

Serial # : Loc : RAC :

WC : CSMP Nane: ROUTE MARKERS

- BATTLE DRESSI NG STATI ON ROUTE MARKERS WERE NOT I N
ACCORDANCE W TH GSO 602.

- THE RED ARROW | NTERRUPTED W TH CROSS WAS NOT OUTLI NED W TH
1/8 I NCH BLACK BORDER AND WAS NOT READI LY VI SIBLE IN



REDUCED/ RED LI GHTI NG.

- SH P (IF HAD MORE THAN 2 BATTLE DRESSI NG STATI ONS) DI D NOT
HAVE SUFFI Cl ENT ARROWS AND CROSSES ON THE WEATHER DECKS AND
I NTERI OR OF THE SHI P TO | NDI CATE THE MOST DI RECT ROUTE TO
THE NEAREST BDS.

GSO 602J
SHI P SPEC 602 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
JSN :
2G\D MEDI CAL, SECURE FOR SEA:
Serial # : Loc : RAC :
WC : CSMP Nane: SECURE FOR SEA
- NUMEROUS | TEMS (Cl TE EXAMPLES) THROUGHOUT THE MEDI CAL
SPACES WERE NOT PROPERLY SECURED FOR SEA/ MOUNTED SECURELY.
- PADEYES/ LASHI NGS WERE NOT PROVI DED FOR EQUI PMENT.
- BULKHEAD MOUNTI NGS HAD | NADEQUATE BACKI NG PLATES.
GEN SPECS 652
JSN :
2G\D MEDI CAL, STERI LI ZI NG EQUI PMENT:
Serial # : Loc : RAC :
WC : CSMP Nane: STERI LI ZI NG EQUI
STERI LI ZER ( MODEL) WAS | NOP.
STERI LI ZER ( MODEL) HAD THE FOLLOW NG DEFI Cl ENCI ES:
MEDI CAL EQUI PMENT REQUI RED FOR THE MEDI CAL STERI LI ZI NG ROOM
HAD THE FOLLOW NG MATERI AL DEFI Cl ENCI ES/ WAS M SSI NG
- DRESSER.
- STERI LI ZER, SURG CAL DRESSI NG PRESSURE.
- LOCKER, CLOTHES.
- ULTRASONI C CLEANER.
GEN SPECS 652
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
JSN :
2G\VD MEDI CAL, STRETCHERS AND LI TTERS:
Serial # : Loc : RAC :
WC : CSMP Name: STRETCHERS

STRETCHERS AND LI TTERS HAD THE FOLLOW NG DI SCREPANCI ES:

- STEEL STOKES LI TTER FRAMVES WERE BENT/ BROKEN, SLATS WERE
BROKEN AND THE MESH TORN.

- CANVAS WAS TORN ON ___ OF ___ | NSPECTED NEI L- ROBERTSON
STRETCHERS.

- SEA AND Al R RESCUE (SAR) LITTER(S), HO STING SLI NG AND
TRI AL ASSEMBLY WAS NOT ONBOARD.

- STRETCHERS OTHER THAN STEEL STOKES WERE ONBOARD.

- THERE WAS NO STOKES STRETCHER RI GGED W TH FLOTATI ON GEAR.



- THERE WAS AN | NSUFFI Cl ENT NUMBER OF STOKES STRETCHERS- ON
HAND ( REQUI RED) .

- THERE WAS | NADEQUATE ACCESS/ CLEARANCE FOR STRETCHER ACCESS
IN THE FOLLOW NG SPACE(S).

GEN SPECS 652
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

GSO 652
ANMAL
JSN :
2G\D MEDI CAL, SUPPLY STORAGE:
Serial # : Loc : RAC :
WC : CSMP Nane: SUPPLY STWG

- THERE WAS | NSUFFI Cl ENT SPACE/ SHELVI NG FOR MEDI CAL

SUPPLI ES.

- THERE WAS EXCESS HEAT I N THE STORAGE SPACE DUE TO A LACK
OF VENTI LATI ON/ I NOP VENTI LATI ON.

- THE STOREROOM EXCEEDED THE MAXI MUM PERM SSI BLE TEMPERATURE
OF 95 DEGREES FAHRENHEI T.

AVAL

NAVSEA T9500- AA- PRO- 130, 0938-LP-018-0010 - HVAC DESI GN
CRI TERI A MANUAL FOR SURFACE SHI PS

JSN :

2GVD MEDI CAL, SURG CAL LI GHTS:
Serial # : Loc : RAC :

WC : CSMP Nane: SURG CAL LI GHTS

- SURG CAL LI GHT WAS | NOPERABLE.

- SURG CAL LI GHT WAS M SSI NG

- SPARE SURG CAL LI GHT WAS NOT AVAI LABLE/ ON BOARD.

- NO ALTERNATI VE SURG CAL LI GHT BRACKET WAS AVAI LABLE.

NSTM 330, SECTION 330-1.9.2.20
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
NSTM 303-1.9

JSN :

2G\VD MEDI CAL, WARD:
Serial # : Loc : RAC :
WC : CSMP Name: BERTHI NG

THE NUMBER OF HOSPI TAL BERTHS WAS | NADEQUATE. ( TENDERS OR
SHI PS ASSI GNED CASUALTY EVACUATI ON M SSI ON ARE 2% ALL
OTHERS ARE 1%) AVAI LABLE REQUI RED.

- RACKS WERE NOT PROVI DED W TH LADDERS.

- THE WARD HEAD WAS | N DETERI ORATED CONDI TI ON/ M SSI NG

( SPECI FY) .

- THE FOLLOW NG WARD EQUI PMENT WAS M SSI NG



GEN SPECS 652
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
USPH STANDARDS, 49 CFR

JSN :

2G\VD VEDI CAL, X- RAY EQUI PMENT:
Serial # : Loc : RAC :

WC : CSMP Nane: X- RAY

MEDI CAL EQUI PMENT REQUI RED FOR THE X- RAY EXPOSURE ROOM HAD
THE FOLLOW NG MATERI AL DEFI Cl ENCI ES/ WAS M SSI NG ( SPECI FY) :
- STOOL.

- X- RAY APPARATUS SET.

- CABI NET, CASSETTE.

- HOLDER, X-RAY FILM

- | LLUM NATOR, X-RAY FILM

- LEAD LI NI NG

MEDI CAL EQUI PMENT REQUI RED FOR THE X- RAY DARKROOM HAD THE
FOLLOW NG MATERI AL DEFI Cl ENCI ES/ WAS M SSI NG ( SPECI FY) :

- SAFELI GHT, X- RAY DARKROOM PHOTOGRAPHI C.

- MACHI NE, X- RAY PRCCESSI NG, AUTOVATI C W TH 14- GALLON.

- REPLENI SHMVENT TANK.

- CABI NET, X-RAY DARKROOM, TYPES A, B, C.

- STOOL.

- CABI NET, X-RAY FI LM STORAGE.

- RACK, X-RAY.

GEN SPECS 652
SHI P SPEC 652 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD POTABLE WATER, Al R GAPS:

Serial # : Loc : RAC :

WC : CSMP Nane: Al R GAPS
THE POTABLE WATER SYSTEM WAS SUBJECT TO CONTAM NATI ON FROM
AN | NADEQUATE Al R GAP (OF AT LEAST TWO PI PE DI AMETERS ABOVE
THE OVERFLOW LEVEL OF THE RECEI VI NG TANK) OR WAS NOT
PROVI DED TO THE BELOW LI STED UNI TS.
( EXAMPLES | NCLUDE: EMERGENCY DI ESEL COOLI NG WATER EXPANSI ON
TANK, ACMR CHI LL WATER EXPANSI ON TANK, BRI DGE W NDOW WASHI NG
SYSTEM ETC.)
NSTM 533
GEN SPECS 532 AND 641
NAVMED P-5010-6-42. 2
GSO 532

JSN :

2G\VD POTABLE WATER, BACKFLOW PREVENTI ON:

Serial # : Loc : RAC :

W C : CSMP Nane: BACKFLOW PREV

A M SSI NG | MPROPERLY | NSTALLED REDUCED PRESSURE BACKFLOW



PREVENTER ON THE POTABLE WATER | NLET PI PE TO THE GARBAGE
GRI NDER WAS A HAZARD TO THE SHI P' S POTABLE WATER SUPPLY.

- PHOTOGRAPHI C SI NKS/ DEVELOPI NG MACHI NES/ CHEM CAL M X TANKS
WERE CONNECTED TO THE POTABLE WATER SYSTEM I N THE FOLLOW NG
LOCATI ONS:

- HOSE CONNECTI ONS WERE NOT PROTECTED W TH BACKFLOW
PREVENTERS | N THE FOLLOW NG LOCATI ONS:

- ATMOSPHERI C VACUUM BREAKERS OR BACKFLOW PREVENTERS W\ERE
NOT | NSTALLED TO PROTECT THE POTABLE WATER SUPPLY FROM
CONTAM NATION I N THE FOLLOW NG LOCATI ONS:

NSTM 533, 533-2.3.5.3
NAVMED P-5010- 6- 44
SHI P SPEC 644 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

GSO 532B
JSN :
2G\VD POTABLE WATER, BATCH CHLORI NATI ON:
Serial # : Loc : RAC :
W C : CSMP Nane: BATCH CHLOR
SHI P' S PERSONNEL WERE UNABLE TO UTI LI ZE THE BATCH CHLORI NA-
TI ON METHOD FOR TREATMENT AND/ OR DI SI NFECTI ON OF POTABLE
WATER SYSTEM __ OF __ POTABLE WATER TANK SOUND-
TUBES | NSPECTED WERE NOT | NSTALLED TO ENABLE THE ADDI TI ON
OF CALCI UM HYPOCHLORI TE SOLUTI ON.
NSTM 533, 533-3.5.2
GEN SPEC 532
NAVMED P-5010-6, 21.1.F
JSN :
2G\VD POTABLE WATER, COLOR CODE:
Serial # : Loc : RAC :
W C : CSMP Nane: COLOR CODED
OPERATI NG HANDLES AND LEVERS ON THE POTABLE WATER SYSTEM
VERE NOT PROPERLY COLOR- CODED BLUE (CHI P 15044) THROUGHOUT
THE | NTERIOR OF THE SHI P/ I N THE FOLLOW NG AREAS:
GSO 507F
NSTM 505-7.8.2.2
SHI P SPEC 602 AND 644 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
JSN :
2G\D POTABLE WATER, DECK RI SERS:
Serial # : Loc : RAC :
WC : CSMP Nane: RI SERS

THE FOLLOW NG DI SCREPANCI ES WERE FOUND ON THE POTABLE WATER
DECK RI SER:

- WAS NOT LOCATED 18" ABOVE THE DECK.

- WAS NOT TURNED DOWN.

- VWHEN NOT I N USE, POTABLE WATER DECK RI SER WAS NOT SECURED



W TH SCREW CAPS ATTACHED W TH KEEPER CHAI NS.
- WAS NOT LABELED " POTABLE WATER ONLY".
- WAS NOT LABELED " DI SCONNECT HOSE WHEN NOT | N USE".

GSO 532

NAVMVED P-5010-6

NSTM 533-2.1.2

SHI P SPEC 644 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\D POTABLE WATER, HOSE LOCKERS:
Serial # : Loc : RAC :

WC : CSMP Nane: HOSE LOCKERS

POTABLE WATER HOSE LOCKER HAD THE FOLLOW NG DI SCREPANCI ES:

- WAS NOT VERM N PROOF/ LOCKED.

- DI D NOT HAVE HOSE/ FI TTI NG DI SI NFECTI ON | NSTRUCTI ONS
POSTED.

- WAS NOT LABELED " POTABLE WATER HOSE STORAGE ONLY".

- HAD RUSTED HI NGES AND | NTERI OR.

- WAS NOT LOCATED 18" ABOVE THE DECK.

- HOSE LOCKER WAS M SSI NG.

- HOSE LOCKER WAS NOT LOCATED IN THE VICINITY OF THE POTABLE
WATER FI LLI NG CONNECTI ON.

GSO 532 AND 671

NAVMED P-5010-6

NSTM 533, 533-2.1.3

SHI P SPEC 644 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD POTABLE WATER, HGCSES:
Serial # : Loc : RAC :

WC : CSMP Nane: HOSES

____ OF ____ POTABLE WATER HOSES HAD THE FOLLOW NG

DEFI Cl ENCI ES:

- WERE NOT PROPERLY STENCI LED "POTABLE WATER' EVERY 10 FEET.
- WERE DETERI ORATED/ USED FOR OTHER PURPOSES.

- WERE NOT STORED W TH ENDS COUPLED OR W TH SCREW TYPE CAPS.
- WERE DANGLI NG I N OR VERE PARTI ALLY SUBMERGED | N THE
HARBOR.

GSO 671C

NAVMED P-5010-6

NSTM 533, 533-2.2.1

SHI P SPEC 644 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD POTABLE WATER, | CE MACHI NES:
Serial # : Loc : RAC :

W C : CSMP Nane: | CE MACHI NES

- THE | CE MACHI NE DRAI N LI NE WAS NOT PROPERLY Al R GAPPED



(Cl TE LOCATI ON) .
- THE | CE SCOOP WAS NOT ADEQUATELY STORED W THIN OR OUTSI DE
THE | CE MACHI NE.

GEN SPECS 532
GSO 532
NAVMVED P-5010-6

JSN :

2G\VD POTABLE WATER, PI PI NG

Serial # : Loc : RAC :

WC : CSMP Name: Pl PI NG
- POTABLE WATER LI NES WERE NOT LABELED W TH TYPE OF SERVI CE
OR W TH AN ARROW | NDI CATI NG DI RECTI ON OF FLOW I N THE
FOLLOW NG LOCATI ONS:
- POTABLE WATER LI NE MARKI NGS WERE SPACED MORE THAN 15 FEET
APART.
- LEAKS IN THE POTABLE WATER SYSTEM PI PI NG, PI PI NG
COMPONENTS, OR PLUMBI NG FI XTURES OCCURRED AT THE FOLLOW NG
LOCATI ONS:
- POTABLE WATER PI PI NG WAS LOCATED I N THE BI LGE AREA OR WAS
SUBMERGED | N BI LGE WATER.
- POTABLE WATER PI PI NG | NLET WAS SUBMERGED | N CONTAM NATED
WATER.
- POTABLE WATER SYSTEM WAS LOCATED IN A CHT PUMP ROOM
NAVMED P-5010-6, 19.5
NSTM 505 AND 533
SHI P SPEC 602 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :

2G\VD POTABLE WATER, TANK SOUNDI NG TUBES:

Serial # : Loc : RAC :

WC : CSMP Nane: SOUNDI NG TUBES

THE POTABLE WATER SOUNDI NG TUBE (ClI TE LOCATI ON"

- WAS NOT | DENTI FI ED/ COLOR CODED.

- WAS NOT CLOSED W TH SCREW CAPS ATTACHED W TH KEEPER
CHAI NS.

- WAS NOT SECURED W TH A LOCK.

- DI D NOT EXTEND 18" ABOVE TANK TOP.

- COULD NOT BE CLOSED W TH A PADLCCK.

- WAS NOT PERMANENTLY STOWED | N THE TUBE.

- WAS NOT PROPERLY STORED, SANI Tl ZED, OR | DENTI FI ED.

NAVMVED P-5010-6

NSTM 533-2.3.6
SHI P SPEC 644 ( APPLI CABLE TO NEW CONSTRUCTI ON ONLY)

JSN :




2G\VD POTABLE WATER, TANK VENTS:
Serial # : Loc : RAC :
W C : CSMP Nane: TANK VENTS
POTABLE WATER TANK Al R ESCAPE ( VENT) :
- DI D NOT HAVE | NSECT SCREENS PROPERLY | NSTALLED AT THE
TERM NAL.
- I NSECT SCREEN WAS NOT OF 18 GAGE MESH MADE OF BRONZE,
BRASS OR NI CKEL- COPPER ALLOY.
- TERM NATED | N WATER CLOSET (TO LET) SPACES, HOSPI TAL
SPACES, OR | N ELECTRI CAL/ ELECTRONI CS SPACES OR ON THE
WEATHER DECKS.
- WAS NOT LABELED.
GSO 506
NAVMED P-5010-6, 12.1
SHI P SPECS 506 (APPLI CABLE TO NEW CONSTRUCTI ON ONLY)
JSN :
2G\D POTABLE WATER, WASHDOWN RI SERS:
Serial # : Loc : RAC :
WC : CSMP Nane: RI SERS

JSN :

- RISER WAS NOT LABELED " DI SCONNECT HOSE WHEN NOT | N USE".

- RISER WAS NOT EQUI PPED W TH VACUUM BREAKERS.

- RISER WAS NOT EQUI PPED W TH CAPS ATTACHED W TH KEEPER

CHAI NS.

- RISER WAS NOT LABELED AS TO | DENTI FY THEM AS POTABLE WATER
CONNECTI ONS.

- RISER WAS NOT COLOR CODED FOR POTABLE WATER ( BLUE) .

GENSPEC 532 & 533
NSTM 533




